# A Compact, High-Flux Cold Atom Beam Source 

High atom loading efficiency is important for compact and mobile devices where laser power 
and space are limited. 
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The performance of cold atom exper- 
iments relying on three-dimensional 
magneto-optical trap techniques can be 
greatly enhanced by employing a high- 
flux cold atom beam to obtain high 
atom loading rates while maintaining 
low background pressures in the UHV 
MOT (ultra-high vacuum magneto-opti- 
cal trap) regions. Several techniques 
exist for generating slow beams of cold 
atoms. However, one of the technically 
simplest approaches is a two-dimen- 
sional (2D) MOT. Such an atom source 
typically employs at least two orthogonal 
trapping beams, plus an additional lon- 
gitudinal “push” beam to yield maxi- 
mum atomic flux. 

A 2D atom source was created with an- 
gled trapping collimators that not only 
traps atoms in two orthogonal direc- 
tions, but also provides a longitudinal 
pushing component that eliminates the 
need for an additional push beam. This 
development reduces the overall pack- 
age size, which in turn, makes the 2D 
trap simpler, and requires less total opti- 
cal power. The atom source is more com- 
pact than a previously published effort. 


and has greater than an order of magni- 
tude improved loading performance. 

An effective pushing field component 
was realized by tilting the 2D MOT col- 
limators towards a separate three-di- 
mensional (3D) MOT in ultra-high vac- 
uum. This technique significantly 
improved 3D MOT loading rates to 
greater than 8 x 10® atoms/s using only 
20 mW of total laser power for the 
source. When operating below satura- 
tion, a maximum efficiency of 6.2 x 10^^ 
atoms/s/W was achieved. 

One of the most significant improve- 
ments of the present 2D MOT over con- 
ventional elliptical-beam 2D MOT de- 
signs is the angle of the collimators with 
respect to the axis of the 2D MOT. Both 
the horizontal and vertical collimators 
have been optimized to include forward 
tilt. Associated retro-mirrors are 
mounted parallel to the axis of the 2D 
MOT, thus insuring that the reflected 
beams are also projected forward at the 
same angle as the incident beams, effec- 
tively resulting in a pushing component 
with a fraction of the overall laser field 
in each orthogonal direction. The in- 


creased push factor at larger collimator 
angles is offset by reduced lateral trap- 
ping efficiency, ft is worth noting that 
the intrinsic symmetry of a retro-re- 
flected beam setup is very robust and 
simple to use. 

The forward-angled collimator 
method allows for high 2D atomic flux 
without the need for an additional push 
laser and associated optical and elec- 
tronic hardware. This cold atom source 
maintains very high efficiencies while 
utilizing a simpler, more compact, and 
more robust package than previous 
atom sources. The compact design and 
efficiency of the current apparatus is 
suitable for cold atom applications in 
the laboratory, and especially in mobile 
devices, including cold atom instru- 
ments in space. 
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S Sample-Clock Phase-Control Feedback 

The throughput of a pulse-position modulation with 16 slots can increase 
from 188 Mb/s to 1.5 Gb/s. 
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To demodulate a communication sig- 
nal, a receiver must recover and synchro- 
nize to the symbol timing of a received 
waveform, fn a system that utilizes digital 
sampling, the fidelity of synchronization 
is limited by the time between the sym- 
bol boundary and closest sample time lo- 
cation. To reduce this error, one typi- 
cally uses a sample clock in excess of the 
symbol rate in order to provide multiple 
samples per symbol, thereby lowering 
the error limit to a fraction of a symbol 
time. For systems with a large modula- 
tion bandwidth, the required sample 
clock rate is prohibitive due to current 
technological barriers and processing 
complexity. With precise control of the 
phase of the sample clock, one can sam- 
ple the received signal at times arbitrar- 


ily close to the symbol boundary, thus 
obviating the need, from a synchroniza- 
tion perspective, for multiple samples 
per symbol. 

Sample-clock phase-control feedback 
was developed for use in the demodula- 
tion of an optical communication signal, 
where multi-GHz modulation band- 
widths would require prohibitively large 
sample clock frequencies for rates in ex- 
cess of the symbol rate. A custom mixed- 
signal (RF/digital) offset phase-locked 
loop circuit was developed to control the 
phase of the 6.4-GHz clock that samples 
the photon-counting detector output. 
The offset phase-locked loop is driven by 
a feedback mechanism that continu- 
ously corrects for variation in the symbol 
time due to motion between the trans- 


mitter and receiver as well as oscillator 
instability. This innovation will allow sig- 
nificant improvements in receiver 
throughput; for example, the through- 
put of a pulse-position modulation 
(PPM) with 16 slots can increase from 
188 Mb/s to 1.5 Gb/s. 

The novelty of this innovation is pre- 
cise control of the sample-clock phase 
supports synchronization to the symbol 
timing of the received waveform without 
the use of a sample clock in excess of the 
symbol rate. This can reduce the re- 
quired sample clock frequency for de- 
modulation of a communication signal, 
and thereby reduce the processing com- 
plexity as well as permit demodulation 
of large bandwidth signals for which 
there was a technological barrier to a 
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